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We present a magnetically shielded environment with a damping factor larger than one million at the mHz 
frequency regime and an extremely low field and gradient over an extended volume. This extraordinary 
shielding performance represents an improvement of the state-of-the-art in the difficult regime of damping 
very low-frequency distortions by more than an order of magnitude. This technology enables a new generation 
of high-precision measurements in fundamental physics and metrology, including searches for new physics far 
beyond the reach of accelerator-based experiments. We discuss the technical realization of the shield with its 
improvements in design. 


I. INTRODUCTION 

Reduction of electromagnetic distortions and temporal 
variations are crucial parameters for a variety of high- 
precision measurements. High-quality magnetic shield¬ 
ing is particularly important for fundamental physics 
measurements based on spin precession at extremely low 
magnetic fields. Prominent examples are next-generation 
measurements of electric dipole moments of fundamental 
particleJi^, tests of CPT and Lorentz-invariance, and ap¬ 
plications of spin clock^^Hll Other disciplines, such as 
biomagnetic signal measurement^ or the investigation 
of magnetic nanoparticles for cancer therapj^^, also use 
similar techniques. 

Precision measurements target the detection of small 
effects from phenomena that were once dominant in the 
early universe, thereby probing energies far beyond the 
reach of accelerator-based physics. With many unre¬ 
solved questions in particle physics in the LHC era, these 
techniques are getting increased attention. 

The time-reversal-symmetry-violating electric dipole 
moment of the neutron (nEDM) is considered to be one of 
the most promising wstems to discover physics beyond 
the Standard ModeW An nEDM experimeniP is cur¬ 
rently under development at the Technische Universitat 
Munchen (TUM), aiming to improve the current limit on 
the nEDM (2.9T0“^® ecirP) by two orders of magnitude. 
This experiment will use two chambers with an overall 
volume of ^ 50 cm x 50 cm x 50 cm filled with spin- 
polarized species and placed in the center of a shielded en¬ 
vironment in a n ap plied magnetic held of 1-2.5 /rT. Ram¬ 
sey’s techniqu cj^bo i applied to the spin-polarized 
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species to search for effects from an nEDM. 

Improving the current limit on the nEDM demands 
both stringent control on the magnitude of held gradi¬ 
ents (for further discussion, see e.g.liil) and temporal sta¬ 
bility of magnetic gradients better than 3 pTm“^ over 
300 s. The latter requires a strong damping factor of 
the magnetically shielded environment at extremely low 
frequencies between 1 and 100 mHz. 

Here we describe a magnetic shield with a damping 
factor exceeding 10® for low-amplitude (~ 1 ^T) exter¬ 
nal distortions at the low frequency limit. This shield 
can reduce distortions caused by typical external sources 
(crane, people, doors, cars or other machinery within 
~ 10 m distance from the shield) to below 1 pT. Typi¬ 
cal natural ambient magnetic held drifts of ~ 100 nT are 
reduced to ^ 100 fT inside the shield, limiting gradient 
drifts to ^ 1 pT/m over several hours. 

II. THE APPARATUS 

The shield is comprised of a magnetically shielded 
room (MSR) (se^i^ for more details) forming the out¬ 
side part of the apparatus. It consists of two shells made 
of Magnifer®!!^, a highly magnetizable alloy. Each shell 
consists of 2 X 1 mm thick heat-treated Magnifer® sheets 
in a crossed arrangement. A 8 mm thick aluminum 
shell is placed in between these shells for shielding of 
higher frequencies. The inside dimensions of the MSR 
are 2.78 m length, 2.5 m width and 2.35 m height, with 
250 mm spacing between the Magnifer® shells. The 
MSR has a door with 1.92 m width and 2 m height, 
placed symmetrically in a side-wall of the room. On the 
floor, a non-magnetic set of rails with 1.4 m spacing is 
mounted, which can carry any cuboid load of maximum 
length 2.78 m x width 1.92 m x height 2 m and up to 
5.5 tonnes of weight. The rails are comprised of plas¬ 
tic wheels with 250 mm spacing, an aluminum frame to 
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hold the wheels and titanium bolts as bearings. After the 
door of the MSR is opened, a detachable set of rails may 
be inserted between the inner rails and an outer stor¬ 
age area. A manually operated mechanical winch can be 
used to move heavy parts between the storage area and 
the MSR. The detachable rails may be removed once they 
are no longer needed, allowing the door of the MSR to 
be closed. 

An additional, cube-shaped magnetic shield (‘insert’) 
with 1.92 m width, 1.92 m height, 2.7 m length and 
4 tonnes weight is placed on the rails. An overview of 
the assembly with MSR and insert is shown in Fig. [J 
The insert consists of three shells made from Magnifer® 
with 80 mm spacing between the shells. The outer shell 
has a thickness of 2x1 mm, the middle shell 4x1 mm 
and the innermost shell 2x1 mm. The dimensions inside 
of the insert are 2.2 m length x 1.54 m width x 1.54 m 
height. Another rail system is installed in the space in¬ 
side the insert to allow the usage of another cylindrical 
Magnifer® shield (not used in this work). The insert may 
be moved manually along the rails using the winch sys¬ 
tem described above. When the insert is deployed inside 



FIG. 1. Cut-through view of the magnetic shield. The outer 
MSR is described in detail in Ref. m- Item (1) is the large 
door of the MSR, (2) the outer Magnifer® shell, (3) the in¬ 
ner Magnifer® shell together with the aluminum shell for RF 
shielding. A rail system is mounted inside this second shell, 
allowing the deployment of the insert inside. Items (4)-(6) 
are the Magnifer® shells of the insert. The end cap (7) of 
the insert is rigidly mounted to the MSR. Item (8) is a field 
coil for ultra-low field NMR and (9) the experimental cham¬ 
ber. (2)-(7) have a cuboid geometry and (8) has a cylindrical 
geometry. 


the MSR (see e.g. Fig. [^, the inner Magnifer® shell of 
the MSR and the outer shell of the insert are separated 
by 120 mm in the y direction, 250 mm in the x direction 
and 220 mm in the z direction. Movement of the insert 
using the winch system in to, or out of, the MSR may 
be performed in 10 minutes, enabling reasonably quick 
access to the space inside. In addition, 84 holes with 
> 040 mm and 3 holes with 0130 mm provide access for 
probes and other equipment while the shield is closed. 
The alignment of these access holes between the MSR 
and insert is maintained within 1 mm. Figure shows 
an annotated picture of the insert being deployed inside 
the MSR. 

The end cap of the insert is mounted on the inside 
wall of the MSR opposite the door, allowing the remain¬ 
der of the insert to be removed separately from the room. 
This also ensures that neither the innermost shell nor any 
equipment inside is ever exposed to the full strength of 
the ambient magnetic fields at any time. Sixteen 2.8 m 
long titanium bolts, placed between the outer and mid¬ 
dle shell and extending the entire length (in the y direc¬ 
tion) of the insert, are used to rigidly fasten the end cap 
mounted inside the MSR to the rest of the insert. These 
are tightened using a torque wrench while the door of the 
MSR is still open, and press the outer shell of the insert 
to the outer shell of the end cap. The two inner shells of 
the end cap are then pressed pneumatically to the two 
inner shells of the insert. The mechanical force imparted 
by the pneumatic system is carried by the 16 bolts to 
the main frame of the insert and is not transferred to the 
MSR. 

The space in the gap between the MSR and the insert 
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FIG. 2. A photograph showing the insert (1) halfway moved 
into the MSR (2). The weight of the insert is carried by 
wheels (3) mounted to an aluminum frame (4). A winch (5) 
is used to move the insert in to, or out of, the MSR. Titanium 
bolts (6) of length 2.8 m are used to connect the insert to its 
end cap (item 7 in Fig.[^. After the insert is completely inside 
the MSR, a part of the aluminum frame may be detached to 
allow the door (7) to be closed. 
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may be used to deploy sensitive electronics. These elec¬ 
tronics can operate without influencing the magnetic field 
inside the insert, but are still within the low-magnetic- 
field environment and RF shielding of the MSR. 

Coils are mounted along the walls of the insert. These 
are used for ‘magnetic equilibration^i^, an improved 
proce durj^ based on commonly used degaussing tech- 
nique^i^li^. The coils are wired to the external driving 
electronics of the equilibration system through connec¬ 
tors inside the door of the MSR. No coils are installed 
along the edges of the cuboid shells or on the end caps 
of the insert. 


III. MEASUREMENTS 

A. Residual field of the insert 

At the factory site, a magnetic equilibration of the in¬ 
sert was performed using procedures that were not yet 
fully optimized. Following this, a map of the residual 
field inside the insert (jmthout the MSR) was measured 
using a Mag03-MCL7(p3 low-noise fluxgate probe. The 
results from this illustrative measurement are shown in 
Fig-i demonstrating that all field values within the in¬ 
ner cubic meter stay below 1.5 nT. 

Following the arrival of the insert at the TUM site a 
test consisting of two measurements was performed us¬ 
ing the insert within the MSR. The purpose of these tests 
was twofold: (1) to measure the residual field of the com¬ 
bined MSR-finsert system, and (2) to determine how the 
magnetic equilibration process was affected by the ac¬ 
cess holes in the shield and by the different contact pres¬ 
sures (provided by the pneumatic system) between the 
insert and its end cap. After magnetic equilibration of 
the shielding, the field was measured with the fluxgate 
probe along the y-direction from the center to the end 
cap of the insert where the largest access hole (0130 mm) 
is located. Figure shows the magnetic field (measured 
with a Mag03-IEHV7di^ low-noise fluxgate) as a func¬ 
tion of the distance from the center of the insert as an 
illustration for a typical magnitude of the residual field. 

When appropriate contact pressure is applied with the 
pneumatic system (blue solid line. Fig. |^, the resid¬ 
ual field following magnetic equilibration does not ex¬ 
ceed 0.3 nT. Within the central cubic meter in the in¬ 
sert, we see no significant effect from the largest access 
hole. These results are comparable to a similar measure¬ 
ment with only the MSBp^. When little to no contact 
pressure between the end cap and the insert is applied, a 
larger residual field is observed (red dashed line, Fig.|^. 
In other words, good contact between the end cap and 
insert improves the effectiveness of the magnetic equili¬ 
bration. 


B. Temporal stability of the insert inside the MSR 

A 10-hour-long overnight measurement was performed 
to investigate the temporal stability of the field inside 
the insert and MSR . Six SQUID magnetometers (W9L, 
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FIG. 3. Illustration of the absolute value of the magnetic 
field in the center of the insert measured with a fluxgate probe 
(see text for more details), (a), (b) and (c) are 1 m x 1 m 
planes offset in the z-direction from the central plane by - 
0.25 m, 0 m and -1-0.25 m, respectively. Measurements were 
performed at points on a 5 x 5 grid. The coordinate center 
(0,0, 0) corresponds to the center of the shield. The larger 
distortions are observed opposite the end cap. 
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se^^) were arranged in a cube formation with a side 
length of 3 cm, enabling the measurement of the magnetic 
field Bi and the longitudinal gradient AB^ = dBi/dri in 
all spatial directions {Bi = By, B^ and Vi = x,y,z). 
A representative 1000-second-long excerpt from the data 
is shown in Fig. [^((a) and (b)). Within the 1000 s time 
interval, which is about 3-4 times longer than a typical 
EDM measurement cycle, corrections for internal field 
drifts of the liquid-helium-cooled SQUID magnetometers 
are not necessary. Figure (c) shows the average Allan 
deviation of several of these 1000-second-long series. For 
integration times of ^ 300 s all components of the mag¬ 
netic field (gradient) are < 100 fT (< 2 pT/m). The mea¬ 
surement is currently limited by the noise of the SQUID 
system, which is worse than the demonstrated intrinsic 
noise of the SQUIDJI^. 


C. Shielding performance 

An important characterization of the performance of 
a magnetic shield is the so-called shielding (damping) 
factor ‘SF’, defined as 

^ max(Bosin(a;t)) 

max(BinsideSin(wt -f </>)) 

with (p the relative phase of the signal inside the room 
to the applied signal, Bq the amplitude of the applied 
field measured at the position of the center of the shield 
before the shield is installed, Bi„side the amplitude of the 
magnetic field measured in the center of the shield, and w 
the frequency of the applied AC field. The SF was mea¬ 
sured in different configurations of the MSR and insert. 



FIG. 4. Magnetic field magnitude of whole 5-layer shield 
measured with a fluxgate along a line concentric in the cen¬ 
tral 130 mm hole in the back wall of the shield. At distance 
y = 0 m the center of the shield is reached and y « 1.1 m is 
the position of the innermost shield layer. The magnetic field 
was measured with the end cap closed with (blue) and without 
(red) pneumatic pressure. In both cases magnetic equilibra¬ 
tion was applied. The reproducibility of the measurement is 
< 50 pT. 





FIG. 5. Temporal stability of the magnetic field in x-, y- 
and z-direction (blue, red and black) at the center of the in¬ 
sert measured with SQUID magnetometers, (a) is a typical 
time series of the magnetic field taken during a night under 
typical conditions, (b) is the gradiometer measurement, si¬ 
multaneously performed with (a), (c) is the Allan deviation 
of the magnetic field (solid) and the gradient (dashed) of sev¬ 
eral 1000 s series. 


as well as for a few of the individual shielding layers. The 
measurements used a variety of different sensors, includ¬ 
ing a fluxgate probe (FG), liquid-helium cooled SQUID 
magnetometers (SQ), ^®®Hg nuclear spin magnetometers 
(HG) and Gs atomic vapor magnetometers (CS). 

The insert and its individual layers were characterized 
at the factory following fabrication and magnetic equili¬ 
bration. For these measurements, the insert was placed in 
the earth field and a distortion Bext of 2 f/T peak-to-peak 
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TABLE I. Measured SF of different shields as function of external excitation strengths Bext(peak-to-peak or root mean square) 
and frequency / for very low frequencies. The observed variations between measurements with different sensor types are 
discussed in the text. For comparison, the SFs of other highly shielded environments are listed. In the following, (t) indicates 
measurements in the transverse direction, (1) in the longitudinal direction. 


Shield 

/ [Hz] 

Bext [l^T] 

Sensor 

SF 

MSR outside layers 

0.01 

2(PlO 

FG 

33 

MSR both layers (t) 

0.01 

2 (PW 

FG 

279 

MSR both layers (1) 

0.01 

2 (pp) 

FG 

260 

MSR both layers (t) 

0.01 

32 (pp) 

FG 

~400 

MSR both layers (1) 

0.01 

32 (pp) 

FG 

~350 

insert layer 1 (outs.) 

0.01 

2 (pp) 

FG 

40 

insert layer 1-1-2 

0.01 

2 (pp) 

FG 

600 

insert (1) 

0.01 

2 (pp) 

FG 

4700 

insert (t) 

0.01 

2 (pp) 

FG 

6500 

insert (1) 

1 

2 (pp) 

FG 

4700 

insert (t) 

1 

2 (pp) 

FG 

6500 

insert (1) 

10 

2 (pp) 

FG 

56000 

insert (t) 

10 

2 (pp) 

FG 

100000 

MSR-l-insert (1) 

0.001 

16.25 (pp) 

HG 

971000 

MSR-l-insert (1) 

0.001 

16.25 (pp) 

SQ 

938000 

MSR-l-insert (t) 

0.001 

16.25 (pp) 

HG 

1231060 

MSR-l-insert (t) 

0.001 

16.25 (pp) 

SQ 

1173300 

MSR-l-insert (t) 

0.001 

16.25 (pp) 

GS 

1390000 

MSR-l-insert (t) 

0.003 

16.25 (pp) 

GS 

1510000 

MSR-l-insert (t) 

0.02 

16.25 (pp) 

GS 

1580000 

MSR-l-insert (t) 

0.05 

16.25 (pp) 

GS 

1660000 

MSR-l-insert (t) 

0.003 

3.2 (pp) 

SQ 

1400000 

MSR-l-insert (t) 

0.01 

6.4 (pp) 

SQ 

2000000 

MSR-l-insert (t) 

0.05 

6.4 (pp) 

SQ 

2130000 

MSR-l-insert (t) 

0.333 

32 (pp) 

SQ 

~8000000 

MSR-l-insert (t) 

1.25 

32 (pM 

SQ 

> 1.7 X 10 '^ 

BMSR-il^ 

0.01 

1 (rmtR 


75000 

BMSR-2 

1 

1 (rrni) 


2000000 

BostoiP 

0.01 

1 (rms) 


1630 

Boston 

1 

1 (rms) 


200000 


peak-to-peak value of a sinusoidal excitation 
rms value of a sinusoidal excitation 


amplitude at the position of the center of the insert with 
variable frequency was applied via a 3D quasi-Helmholtz 
coil system. The calibration of the distortion field was 
performed before the insert was put in place. The SF 
at < 0.1 Hz for the outer shell under these conditions is 
SFi = 40, for the outer two layers it is SF 2 = 680. In 
addition, the residual field of only the outer layer of the 
insert is < 10 nT, a major improvement in performance 
of single-shell MSRs. It was clearly visible during tests 
that the residual field of the 4 mm thick middle layer 
could not be fully magnetically equilibrated, resulting in 
a worse residual field. It is likely that a higher quality 
equilibration of the middle layer could have been achieved 
with better equipment. 

The SF of the combined MSR-|-insert system has been 
measured at the TUM. To provide an external distor¬ 
tion field, four combined coils of the external field com¬ 
pensation system from Ref. [12] were operated as a 
solenoid. External excitations from 3.2 - 32 ^T peak- 
to-peak amplitude at the center of the assembly were 


applied. The amplitude of the excitation at the center 
of the MSR-|-insert was calibrated before installation of 
the shields. The SF measurements were performed using 
i99Hg nuclear and Cs atomic magnetometers and com¬ 
pared to measurements with a SQUID sensor. 

For the Hg magnetometer system, a cylindrical quartz 
cell (~5 cm diameter, ^10 cm length) filled with 
10“® mbar Hg vapor is placed in the center of the insert. 
Two frequency-stabilized 254 nm laser beams penetrate 
the MSR and the cell along the x-direction, parallel to 
the cylinder axis of the cell. The transmitted light is 
detected on the opposite side outside the MSR. A reso¬ 
nant laser beam is used to transversely optically pump 
the nuclear spins of the ^^^Hg isotope along the quan¬ 
tization axis given by the propagation direction of the 
laser beam. Pumping is performed for 3 s with a light 
modulation frequency of ^ 6.2 Hz, corresponding to the 
Larmor frequency of ^®®Hg in the applied magnetic field 
(Bg ~ 0.8 fiT). The Bg field was generated by portable 
Helmholtz coils. (The Bg coil described in Fig. was not 
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installed at the time of the measurement.) The polariza¬ 
tion is then observed during free precession of the spins 
for 100 s, an interval chosen to optimally resolve exter¬ 
nal sinusoidal distortions with 1 mHz amplitude. Typical 
transverse spin life-times are > 150 s for the magnetome¬ 
ter cell, and the sensitivity in 100 s integration time is 
12 fr. The systematic effect in the amplitude determina¬ 
tion due to the long averaging time (100 s) for each mea¬ 
sured point is only a few percent and has been corrected 
for. Due to the time-dependent variation, the frequency 
resolution is not as good as that normally achieved with 
a quasi-static field measurement. A SQUID cryostat is 
mounted directly on top of the Hg cell (at a distance of 
^15 cm) and the signal is measured simultaneously for 
comparison. 

Cs atomic magnetometer^^^l^U were also used for com¬ 
parison. (Measurements with these magnetometers were 
not taken simultaneously with the SQUID and Hg mea¬ 
surements.) These magnetometers use the electronic spin 
of Cs atoms in an evacuated cell. The spins are optically 
pumped using alignment pumping and interrogated using 
linearly polarized laser light with a operation frequency 
of ^ 7 kHz//rT. A typical performance of the sensors is 
pT/ViJz in the configuration used for the SF measure¬ 
ments. The stability of the whole Cs setup — including 
the Cs magnetometer, the ~ 1/rT holding field required 
for magnetometer operation, and the shield — was deter¬ 
mined by performing overnight measurements and found 
to be on the order of 2 pT. 

Results for the different magnetometer systems are 
shown in Table |Tj together with a comparison of other 
shields, including the ‘BMSR-2’ at the Physikalisch- 
Technische Bundesanstalt in Berlin, Germany, (PTB 
Berlin), which has been considered until now the refer¬ 
ence facility for magnetic shieldin^i^. In the longitudinal 
direction, the geometric aspect ratio of the inner volume, 
the door and the placement of all large access holes along 
the path of the magnetic flux lead to a notable reduc¬ 
tion of the SF. Results from the different magnetometers 
are within reasonable agreement and show a consistently 
large SF at very low frequencies. Variations in the ob¬ 
served SF can be explained since not all measurements 
could be performed in the exact same configuration, ei¬ 
ther simultaneously or in the exact same position. 

The performance of the Hg and Cs magnetometers for 
SF measurements at even lower frequencies than shown 
here is currently limited by the lack of temperature stabi¬ 
lization of the shields, which in turn also affects the sta¬ 
bility of the applied magnetic field and the thermal stabil¬ 
ity of the laser systems outside the shields. These probes 
are nevertheless better suited than the used SQUID sys¬ 
tem to measure long-term drifts, since this particular 
SQUID system has a known long-term stability problem. 

Direct comparison between SF measurements of dif¬ 
ferent MSRs is difficult due to the sensitivity of the re¬ 
sults on the actual measurement conditions. In particu¬ 
lar, the geometry of the coils around the MSR and the 
exact strength of the applied excitation field can alter 


the apparent SF value. In the presented measurements, 
the coils — with dimension 6mx9m(6mx6 m) 
in the transverse (longitudinal) direction — are signifi¬ 
cantly larger than the MSR and produce a field with a 
homogeneity of ^ ± 20% over the volume of the MSR. 
For the case of Helmholtz-like configurations of small 
size relative to the dimension of the shield, the SF ap¬ 
pears higher owing to the intrinsically stronger damping 
of larger distortions. In the BMSR-2 apparatus, the coils 
are placed closer to the shield, which increases the ap¬ 
parent SF value. The coil configuration is unknown for 
the Boston setup. It should also be noted that shielding 
becomes significantly more difficult with increased size of 
the shield. For these reasons, the quality of a shield is 
not only determined by its SF, but also by its size and 
the amount of material used for its construction. 

The SF of the TUM MSR-finsert has been measured 
using an in-house-fabricated Cs atomic vapor magne¬ 
tometer and confirmed using simultaneous measurements 
with a Hg magnetometer and a mobile low-temperature 
SQUID system from PTB Berlin. The use of several inde¬ 
pendent measurement systems ensures that the SF mea¬ 
surement is not dominated by systematic issues. The 
measurement could be further improved by reducing the 
noise floor and drift of the sensors and applied internal 
fields. However, such improvements would not affect the 
conclusions of this work. It should be noted, that the 
contact pressure of the pneumatic system had no observ¬ 
able effect on the SF. 


IV. CONSIDERATIONS FOR MAGNETIC SHIELD 
DESIGN 

The configuration (MSR-I-insert) uses only a 2 mm thin 
shell of magnetizable alloy for the innermost shield layer, 
which allows a high-quality magnetic equilibration to ob¬ 
tain very low residual fields. This demonstrates that 
it is possible to sacrifice some thickness of the inner¬ 
most shield layer without experiencing excessive losses 
in damping capability. The performance of this shield 
was expected to be high compared to the reference room 
BMSR-2 (cubic design with 3.2 m dimension of the inner 
Mu-Metal layei!^ due to its smaller size. However, it 
was not expected that its SF would vastly exceed that of 
the BMSR-2, since it only has five layers of Magnifer® 
with (inside to outside) 2-4-2-2-8(aluminum)-2 mm thick¬ 
ness. For comparison, the BMSR-2 has seven layers of 
Mu-Metal with thicknesses (inside to outside) 4-7-6-3- 
10(aluminum)-3-2-2 mm. Major differences in the design 
concept between the two shields are the thickness of the 
metal sheets, as well as the width and length of individ¬ 
ual sheets, which are connected many times to form one 
closed shell of shielding material. We believe that the 
lower number of joints between the individual sheets due 
to their larger size (3000 mm x 750 mm) significantly 
contributes to this improved performance. 

We have demonstrated that the shielding performance 
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of the insert is also very high, although the spacing of 
shield layers is only 80 mm. This contradicts common 
design criteria, which suggest a signihcantly larger spac¬ 
ing of the layers is necessary to obtain good shielding 
performance. 

The arrangement of the magnetic equilibration coils 
also does not follow common criteria, which maintain 
such coils should be installed along the edges of the 
shield. We observe, however, no notable issues in the 
residual field following magnetic equilibration. Indeed, 
this is the first time such a small residual field has been 
demonstrated over such a large volume. 

The influence of the access holes on the residual field 
is small for the 3-layer insert. The access holes have a 
diameter up to 130 mm, which may be compared to the 
80 mm layer spacing along the path of the magnetic flux 
for longitudinally applied external distortions. Despite 
this relatively large size, a surprisingly small distortion 
in the residual field due to the holes is observed. However, 
we do find that the shielding factor in the longitudinal 
direction is lower. We attribute this to effects from the 
holes, the doors and the geometrical aspect ratio of the 
cuboid structure. 

Three different types of mechanisms for connecting 
Mu-Metal layers are built into this shield: (1) a pneu¬ 
matically clamped door in the outer MSR, (2) a bolted 
connection in the outer layer of the insert and (3) two 
pneumatically pressed connections for the two inner lay¬ 
ers in the insert. Due to the staged tests during con¬ 
struction, the performance of each of these mechanisms 
could be demonstrated independently. All three exhibit 
good magnetic shielding properties and low residual field 
distortions. 

An additional advantage of the shielding system de¬ 
scribed above is that both the MSR and insert are 
portable and may be used independently as magnetic 
shields. Despite having demonstrated excellent shielding 
performance with the MSR-|-insert, we believe that this 
configuration can be further optimized. A detailed de¬ 
scription of the relevant aspects to achieve these further 
improvements is in preparation. 


V. CONCLUSION 

Although an accurate comparison of magnetic shield¬ 
ing installations is difficult, the shield described in this 
manuscript is, to our knowledge, the by far strongest ex¬ 
isting large-scale magnetic shield in terms of magnetic 
damping. In addition, its observed residual held, even 
with environmental distortions and built-in experimen¬ 
tal hardware, is < I nT. Many new design concepts 
have been implemented, including reduced shielding- 
layer spacing, modihed magnetic equilibration coil ar¬ 
rangements, optimized sheet metal arrangements and 
comparably large access holes without large distortions 
in the observed residual held. With a low-frequency SF 
exceeding 10® even for small amplitude distortions, the 


designs featured here have implications for the quality 
and complexity of shields for next-generation precision 
experiments. 

Additional improvements to the current setup are al¬ 
ready planned. For example, a cylinder made from 
Magnifer® will be added into the insert to act as a mag¬ 
netic yoke for the holding held of the nEDM experiment 
at the TUM. This is expected to increase the SF by at 
least a factor of two. 
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